[Autolock bands in encircling procedures (author's transl)].
Several modifications of autolock bands for retinal detachment surgery were tested. The most favourable results were achieved with a conical lock type applied to one end of the band. A controlled shortening to produce a calculated scleral indentation can be obtained by a millimeter scale.